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Smart Phone Ophthalmoscopy- a potential replacement for the direct ophthalmoscope.  1 
Abstract 2 
Purpose:  3 
To evaluate a commercially available smartphone ophthalmoscope, D-EYE, as compared to 4 
the direct ophthalmoscope when used by a cohort of final year medical students in a 5 
prospective study. 6 
 7 
Methods:  8 
Two-hundred fundal examinations were performed on the eyes of 10 mannequins featuring 5 9 
unique fundal images by 20 final-year medical students from Newcastle University. Each 10 
student examined the 5 fundal images twice, once each with a direct ophthalmoscope and D-11 
EYE in a random order. Students recorded their findings at the optic nerve, macula and retina 12 
in an objective questionnaire and the findings were analysed by an observer masked to the 13 
examination technique.  14 
 15 
Results:  16 
Students provided more accurate clinical descriptions of their findings when using D-EYE as 17 
opposed to using the direct ophthalmoscope (p<0.05). Additionally, we found that students 18 
were more likely to make a correct diagnosis based on their findings when using D- EYE 19 
compared to the direct ophthalmoscope (p<0.05). 20 
 21 
Conclusion:  22 
Our study suggests that the use of a smartphone based alternative to the direct 23 
ophthalmoscope may improve the accuracy and quality of fundal examinations by non-24 
ophthalmologists.  25 
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 27 
Introduction 28 
 29 
Direct ophthalmoscopy (DO) poses a number of clinical challenges. Although the high 30 
magnification afforded by its optical system may provide a good image of the optic disc, the 31 
field of view is considerably narrow at approximately two disc diameters. This view is even 32 
smaller in myopic patients, a cohort whose prevalence is rapidly increasing.(1) A complete 33 
examination of the retina, which would comprise of more than a hundred fields of view, is 34 
therefore not feasible. 35 
 36 
Mydriasis aids DO considerably but is commonly avoided in the acute medical setting as this 37 
prevents examination of the pupillary reflexes. Pupillary dilating agents are also avoided due 38 
to a fear of inducing angle closure glaucoma.(2) This is despite the risk being proven to be 39 
vanishingly small.(3) 40 
 41 
Given these factors, it is therefore not surprising that medical students lack confidence in 42 
using the direct ophthalmoscope.(4) Time spent in Ophthalmology at medical school has 43 
decreased significantly and proficiency amongst medical students at DO, which is rarely 44 
tested in undergraduate examinations, has also declined (5, 6). The question as to whether or 45 
not undergraduate medical students should be taught DO has been the source of much 46 
controversy.(7, 8) 47 
 48 
 3
Foundation doctors also report limited confidence in DO with one study finding that less than 49 
1 in 5 felt confident at identifying papilloedema.(9) This is despite DO being listed as a 50 
fundamental competency in the Foundation Programme curriculum.(10) 51 
 52 
Numerous innovative devices are either currently or soon to be available which allow for 53 
digital fundus imaging using mobile devices. These devices generally consist of a small lens 54 
adapter which attaches to the back of a mobile phone camera and have been found to 55 
generate high-quality images. D-EYE, one of the currently available devices, was selected for 56 
use in our study and is shown in Figure 1 (F). 57 
 58 
Despite the increasing use of smartphone based fundus cameras such as D-EYE there has 59 
been little study to formally assess the clinical utility of such devices in assisting the 60 
diagnosis of fundoscopically identifiable diseases particularly by novice clinicians. We 61 
therefore designed a prospective study to evaluate the diagnostic validity of D-EYE as 62 
compared to the direct ophthalmoscope when used by a cohort of final year medical students. 63 
 64 
Methods 65 
 66 
Two-hundred fundal examinations were performed on the eyes of mannequins by 20 final-67 
year medical students from Newcastle University, UK. The study took place at Sunderland 68 
Royal Hospital, Sunderland UK and formed a part of final year medical student 69 
Ophthalmology teaching. 70 
 71 
Students independently examined the eyes of 10 mannequins featuring 5 unique fundal 72 
images. Examinations were performed with a direct ophthalmoscope and  73 
 4
D-EYE, a commercially available system which allows users to examine the fundus using an 74 
Apple iPhone device. Each student therefore examined the 5 unique fundal images twice, 75 
once each with a direct ophthalmoscope (3.5V Standard Ophthalmoscope, Welch Allyn, 76 
United States of America) and D-EYE. 77 
 78 
The D-EYE system generates images using co-axial illumination and a beam splitter. In our 79 
study D-EYE was used alongside Apple iPhone 5S devices which captured images with a 80 
resolution of 3264x2448 pixels. The D-EYE system was used through a mobile application 81 
on the smart phone allowing the user to capture both photos and videos which could be stored 82 
and played back as necessary. 83 
 84 
Head mannequins (Adam Rouilly AR303, United Kingdom) with model eyes with a 3mm 85 
fixed pupil diameter and ocular fundus created using film slides inserted behind the globe 86 
(Figure 1) were used for fundoscopy to standardise the experimental conditions.  87 
 88 
The 5 unique fundal images that were installed into the mannequins were chosen as being 89 
representative of common and important fundoscopically identifiable eye conditions. The 90 
slides chosen featured a mixture of pathology affecting the optic nerve head, macula and the 91 
more peripheral retina. These slides showed optic atrophy, dry age related macular 92 
degeneration, central retinal vein occlusion, papilloedema and pre-proliferative diabetic 93 
retinopathy. 94 
 95 
The students were randomly allocated into 2 groups each containing 10 students. The order of 96 
the mannequins as well as whether the mannequin was to be examined by the direct 97 
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ophthalmoscope or D-EYE was also randomised. These parameters were maintained across 98 
both groups. 99 
 100 
All students received a tutorial, supervised by a consultant Ophthalmologist, on how to use 101 
both the direct Ophthalmoscope and D-EYE prior to the session which was performed under 102 
examination conditions. Furthermore, students received a comprehensive demonstrating a 103 
wide range of fundoscopically identifiable conditions including all those featured in our 104 
study. 105 
 106 
All students had received regular teaching on the use of a direct ophthalmoscope during their 107 
previous years at medical school and were experienced in its use. None of the medical 108 
students had previously used D-EYE. 109 
 110 
The only support provided during the session was of a technical nature, for example if a 111 
direct ophthalmoscope had no batteries or if a student was unable to access the app required 112 
to use D-EYE. Each student spent 3 minutes with each mannequin before rotating onto the 113 
next mannequin in order. 114 
 115 
An objective questionnaire was designed to allow comparison of the quality of examination 116 
findings between the 2 different examination methods (Figure 2). Students were asked to 117 
document their findings regarding the optic nerve, macula and retina. The questionnaire went 118 
through an extensive validation process which included review by consultant 119 
ophthalmologists, nursing staff who provided feedback about the language and wording of 120 
the questionnaire and medical students who trialled the questionnaire prior to the study.  121 
 122 
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One point was awarded for each correct clinical description of each anatomical area with a 123 
maximum of 3 points per examination. As each slide was examined by 20 students across 2 124 
separate groups the total available score for each slide was 60 points. 125 
 126 
Students were then asked to make a diagnosis based on their findings and state the level of 127 
certainty with which they made their diagnosis. 128 
 129 
Following the session all participants were asked whether they felt that the use of a 130 
smartphone based alternative to the direct ophthalmoscope could improve clinical 131 
examination by non-Ophthalmologists on a Lickert scale. 132 
 133 
Testing for normality was performed on the complete data set and data sets from individual 134 
groups using the Shapiro-Wilk test. The overall data set was found to be normally distributed 135 
and statistical analysis was performed using the two-tailed t test. Our sub-group data sets 136 
were not found to be normally distributed and statistical analysis of sub-groups was 137 
performed using the Wilcoxon Signed Rank Test. A p value of <0.05 was considered to be 138 
significant. 139 
 140 
Newcastle University granted ethical approval for this study and all students gave their 141 
consent for their participation. 142 
 143 
Results 144 
 145 
We found that students provided more accurate clinical descriptions of their findings when 146 
using D-EYE as opposed to using the direct ophthalmoscope. This finding was consistent 147 
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across both groups and was statistically significant (p<0.05). The total score for students in 148 
both groups using D-EYE was 199 (66%) and 138 (46%) with the direct ophthalmoscope. 149 
 150 
Table 1  151 
Table 2  152 
Table 3  153 
 154 
Discussion 155 
The students’ performance was better overall when D-EYE was used to examine the fundi of 156 
mannequins compared to when the direct ophthalmoscope was used. Our results showed 157 
several statistically significant and clinically relevant differences although there were some 158 
discrepancies in our findings. 159 
 160 
Students were able to provide more accurate clinical descriptions of the fundal images in all 161 
slides except for papilloedema. Here the results suggested an equivalent performance by the 162 
direct ophthalmoscope and the D-EYE with the sign being equally difficult to discern (48% 163 
versus 47% in terms of points). 164 
 165 
Similarly, there was no difference in the ability of students being able to identify the presence 166 
of a swollen optic disc 60% D-EYE vs 50% DO (p=0.26).  We postulate that as the direct 167 
ophthalmoscope is able to provide a good quality image of the centrally located optic disc 168 
with a highly magnified view the D-EYE doesn’t offer any advantages for this diagnosis. 169 
Although optic disc swelling was identified significantly more frequently in CRVO, we 170 
suggest this may have been due to students being able to readily make a correct diagnosis 171 
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after visualising haemorrhages throughout the retina and thereafter assuming the disc to be 172 
swollen.   173 
 174 
Students made a correct diagnosis using D-EYE significantly more frequently in dry AMD 175 
and pre-proliferative diabetic retinopathy. Our study found that the ability for students to 176 
correctly diagnose papilloedema and optic atrophy between D-EYE and the direct 177 
ophthalmoscope was equivalent. The authors suggest that the reason that students were able 178 
to less frequently make a correct diagnosis of papilloedema could have been due to the 179 
presence of hypertensive retinopathy and central retinal vein occlusion which featured as 180 
alternative options in the questionnaire and are also associated with optic disc swelling.  181 
 182 
The slide demonstrating optic atrophy only showed pallor of the optic disc with no other 183 
positive findings. Students commonly diagnosed this slide as demonstrating no pathology. 184 
Although students infrequently made a correct diagnosis in this case they were able to 185 
describe their findings accurately as 80% of students using D-EYE and 60% using the direct 186 
ophthalmoscope identified the disc as being pale. We suspect that students were less likely to 187 
make a correct diagnosis in this condition despite providing accurate clinical descriptions as 188 
optic atrophy is not a frequently taught condition in the undergraduate ophthalmology 189 
curriculum. 190 
 191 
There were a number of limitations to our study. The performance of medical students in our 192 
study may not necessarily be representative of practising healthcare professionals who may 193 
not have had practice or training in the use of the direct ophthalmoscope for a considerable 194 
amount of time. Furthermore, students received a tutorial immediately prior to the study 195 
outlining common fundal abnormalities and how to use the direct ophthalmoscope. All 196 
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conditions featured in our study were demonstrated in this tutorial. This may artificially 197 
lessen the gap between D-EYE and the direct ophthalmoscope. Large studies have found that 198 
even experienced clinicians often perform DO poorly.(11) 199 
 200 
Due to the nature of the study, participants could not be blinded to the device they were using 201 
to record their findings. Additionally, our study used mannequins in order to produce 202 
reproducible and objective clinical findings. The mannequins that we used could be argued to 203 
be not representative of examining a patient in the clinical setting. 204 
 205 
A further major limitation of our study was that students examined the same film slides twice 206 
using each imaging modality which could influence the findings when examining the same 207 
slide for the second time. To minimise this, students visited each station in a randomised 208 
order. 209 
 210 
Students were asked about their opinions relating to the potential for D-EYE to be used in 211 
clinical medicine. Although the vast majority (95%) felt that D-EYE could improve quality 212 
of care, specific comments raised concerns relating to the availability of smartphones in 213 
hospitals for this purpose and how securely data would be stored once captured. 214 
 215 
Tablets and smartphones are becoming used increasingly within hospitals for a variety of 216 
purposes including electronic documentation, monitoring of vital signs and even as a method 217 
of transmitting secure messages between healthcare professionals.(12) The use of such 218 
readily available devices to perform high quality fundal examination may allay concerns 219 
regarding doctors using their personal mobile devices to capture confidential patient images. 220 
The sitting government has already pledged to set aside more than £4bn to improve the use of 221 
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technology in the NHS in England and has plans to introduce NHS-approved apps that are 222 
able to link directly into medical records.(13) The ability to perform smartphone based 223 
ophthalmoscopy could potentially allow for fundus images to be stored to the medical record 224 
for future comparison. Clinicians could use the digitally stored images to obtain a specialist 225 
opinion without arranging for a clinic visit. 226 
 227 
Drawbacks to mobile fundus photography are as with any mobile based technology used in 228 
healthcare, namely secure transfer of patient data and a source of power. The field of view 229 
provided by mobile based fundus cameras in the undilated pupil is already improved 230 
compared to the direct ophthalmoscope but could be increased further in the future through 231 
the use of software to intelligently stitch multiple images together, which have been captured 232 
from different regions of the peripheral retina.(14) 233 
 234 
Other studies have evaluated the potential of smartphone based alternatives to the direct 235 
ophthalmoscope. One study found that PEEK, a similar smartphone based fundus camera was 236 
able to capture high quality images of the optic disc whose grading’s were comparable to 237 
images taken by a conventional desktop retinal camera.(15) Other studies using D-EYE, the 238 
smartphone based fundus camera system that was used in our study have found that clinicians 239 
using D-EYE were able to reliably grade cup-disc ratios in patients with glaucoma and 240 
identify features of hypertensive retinopathy.(16, 17) Our study differs from the existing 241 
literature in that it evaluated the ability of soon to be clinicians in their use of a smartphone 242 
ophthalmoscope compared to the traditional direct ophthalmoscope. We therefore feel that 243 
our study uniquely demonstrates the potential of smartphone ophthalmoscopy in clinical 244 
medicine. 245 
 246 
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Conclusion 247 
In support of the existing literature, our study suggests that the use of a smartphone 248 
alternative to the direct ophthalmoscope can improve the accuracy and quality of fundal 249 
examinations by non-ophthalmologists. Ninety-five percent of the study participants shared 250 
this view. 251 
 252 
The use of smartphone based technology in medicine and healthcare is rapidly evolving. The 253 
authors of this study feel that it may not be long before smartphone fundal imaging 254 
technologies are able to replace the direct ophthalmoscope in clinical medicine. 255 
 256 
 257 
 258 
 259 
 260 
 261 
  262 
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Titles and legends to figures 308 
 309 
Figure 1 - A-E - Film slides as used in the study, F - Adam Rouilly AR303 head mannequin 310 
and D-EYE attached to an Apple iPhone 311 
Figure 2 - Questionnaire used by students to record their findings using either the direct 312 
ophthalmoscope or D-EYE 313 
 314 
